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CONTROL MBASUBING JKSTmnmPTR 


Compiled by'Engr R.^/ Gel* man 

=17 control measuring instruments, listed on sheet 

!v E ngineering, are manufactured by the 

Ministry of Machine and Instrument Building USSR; ^ 

“7 ®^®=**’0”»etiettc ammeters, ordinary'. With magnetic damping, 
for 50 cycle ac circuits. Accuracy class 2,5 ^percen-^^ Maximumre^- 
ings. (a) for direct connection, 1, 2, 3, 5, lio, 20 . 30 SO 7S ino 
30° ?o° current transformers, 'f.5,'lO,^15, 20 

l ^5, 100, 150, 200, 300, 400, 600, 750, 1,000, 1,500! 2 000 

^?°^i 6,000, 7,?00 10,000, aid 15;000amp: Fr^i 

• Wei^t ifsrig^'’ ^ (™*^^®'i*-=«'rylng leads). 

EMM — Electromagnetic ammeters, small. The 'sane as Tyne EHM 
ameters except that ammeters with maximum readings of 100, 150 and 
200 ^p for direct connection are not made. Pra^ dWtei I35 mSf 
' 73 miii (frame) plus 52 mm (current-carrying leads). Weight'0.8 

MN «« Magnetoelec trie ammeters^ ordinary. For use in dc circuits 
Acc^acy class 1. 5 Maximum readings: (a) with InteriarsL^T 2?' 

(^) vith shunt connected 
AV.across calibrated leads, I50, 200 , 300, 500, 750, 760 1 000 1 SOD 

« 3,TO„ 1,,000, ^ 5,0« ■ 

center. Frame diameter I85 mm, height 75 mm (frame) 
plus 52 mm (current-carrying leads). Weight 1.6 kg. ^ 

- Magnetoelectric ammeters, small. For use in dc circuits. 

o!o7r 0 076®Vi’^‘n readings: (a) with internal shunt, O.05, 

fb) witb'Khimi- * * "Fa D*5/ 1> 2, 3;' 5> 10, 20, 30, and 50 amp; 

200 ^00 calibrated leads, 75, 76, 100, 150, ^ 

In i * ^° scales have zero reading on left or 

in center. Frame diameter 135 *, height 73 mm (frame) plus 52 mm 
(current-carrying leads). Weight 1.1 kg. ' ^ . 
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Sm — Magnetoelectric amaetera, very small. For use in dc cir- 
cuits. Accuracy class 1.5. Maximum readings: (a) with internal shunt. 

0 05, 0.075, 0.076, 0.1, 0.15, 0.3, 0.5, 1, 2, 3, 5, and 10 amp; (h) 

With shunt connected across calibrated leads, 20, 30, 50, 75, 76, 100 
150, 200, and 300 amp. Instrument scales have zero reading on left or 
in center. Frame diameter 110 nrnr, height 66 mm (frame) plus 58 mm f cur- 
rent-carrying leads). Weight 0.9 kg. 

ENM — Electromagnetic voltmeters, ordinary. With magnetic dampinc. 
for use with 50 cycle ac circuits. Accuracy class 2.5. Maximum readings: 
(a) for direct connection, 15, 30, 50, I50, 25O, 460, and 600 v; (b) for 
use with voltage transformers, 3y600, 7,500, 12,000, 18,000 and 4?,000 v 
Dimensions and weight as for Type ENM ammeters { see above) . 

EMM -- Electromagnetic voltmeters, small. For use with 50 cycle 
ac circuits. - Accuracy class 2.5., Maximum readings; (a) for direct con- 
nection, 15, 30, 50, 150, and 250 v; (b) for use with voltage transform- 
ers, 460, 6G0, 3,600, 7;500, 12,0000, 18,000, and 42,000 v. Dimensions 
and weight as for Type EMM ammeters (see above). 

MN Magnetoelectric voltmeters, ordinary. For use with dc cir- 
cuits. Accuracy class 1.0. Maximum readings: (a) with supplementary 

50, 75, 76, 150, 250, 300, 4^, 
external resistor, 1,000, 1,500, and 
5,000 V. Instrument scales have zero reading on left or in center. Re- 
sistance of Instri^ent 133 ohms/volt. Dimensions and weight as for 
Type MW ammeters (see above). 

•i 

MM — Magnetoelectric voltmeters, small. For use with dc circuits. 
.Accuracy class 1.0. Maximum readings: (a) with internal resistor, 3, 

^50^ 250, and 300 v; (h) with Type ISDl 
eternal resitor, 450, 460, and 600 v; (c) with Type YDS external re- 
sistor, 1,000, 1,500, and 3,000 v. Instrument scales have zero reading 
on left or in center. Resistance of instrument 133 ohms/volt. Dimen- 
sions and weight as for Type MM ammeters (see above). 

2MJ — Magnetoelectric voltmeters, very small. For use with do 
circuits. Accuracy class 1.0. Maximum readings; : (a) ' (2) with Internal 
resist^, 3, 7-5, 7-6, 15, 30, 50, 75, 76, and 150 v; (b) with Type 
ISDl external resistor, 250, 300, 45O, and 600 v; (c) with Type VDS 
external resistor, 1,000 and 1,500 v. Instrument scales have zero 
reading on left or in center. Resistance of instrument 133 ohms/ 
volt. Dimensions- and weight as for Type 2M; ammeters (see above). 

VIT — Induction wattmeters. For use with three-phase ac cir- 
cuits with unbalanced phase loading. Accuracy class 2.5. Can be 
connected directly in 127, 220, and 380-V circuit •; or through volt- 
age trMsformers in 500, 3,000, 6,000, 10,000, 15,000, and 35,000-v 

^ diameter 225 mm, frame height 

147 non. Weight 5*2 kg. ^ 

VIN -- Induction wattmeters. For use with three-phase ac cir- 
cuits with balanced phase loading, the generator windings being con- 
nected by a star connection with the neutral point brought out. Ac- 
curacy class 2.5. Can be connected directly in 220 and 380-v cir- 
through voltage transformers in 3^000, 6,000, 15,000, and 
p,000-v circuits. Current rating 5 amp. Dimensions and weight as 
for Type ,VIT wattmeters ( see above) . ^ 
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VIO — Induction wattmeters. For use with s ingle -jiaaae ac circuits. 
C^'^iract eristics and dimensions as for Type V3T wattmeters (see ahove). 
Weight 4.3 kg. 

FVT — Ferrodynaiaic wattmeters. Will come into use in the second 
half of 1950. Fixed, for three-phase ac circuits with unbalanced phase 
loading. Accuracy class 2.5. Can be connected directly in 100, 220, 
and 38O-V circuits and through voltage transformers in 380, '500, 3,000, 
6,000, 10,000, 15,000, and 35^000-v circuits. Current rating 5 amp. 
Frame diameter I85 mm, height 95 ^ (frame) plus 52 mm (current-carrying 
leads) . 
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